PROCEDURE

• Cut ends off 2 blue 1 ml pipette tips (black)
• Press upper tip into mesh (red) placed on top of lower tube
• Secure upper tip in lower tip by friction
• Place assembly into collection tube (green) and load sample and filter
• Filter after labeling and just before cytometry as cells, antibodies and proteins such as BSA in the flow buffer can precipitate during storage